Comparison of the High-Energy Photon Reference Fields of PTB and JAEA.
A comparison has been conducted between the 6 MeV and 7 MeV (R-F) high-energy photon reference fields of the Physikalisch-Technische Bundesanstalt (PTB) and the Japan Atomic Energy Agency (JAEA). Both fields are set up according to ISO 4037. The results of both participants are in agreement within the combined uncertainties, thus the equivalence of the measurements is demonstrated.